WINGERTER LABORATORIES INC.

Engineering Testing & Inspection Services
1820 M.E. 144 5t., North Miami, FL 33181
Phone (305) 944-3401 Fax (305) 949-8698

REPORT OF : PAVER BRICK LABORATORY TEST REPORT

CLIENT: Artistic Paver Manufacturing Company : REFPORT NO: |
PROJECT: Paver Brick Testing - 20002 ORDER NO: 02-1839
LOCATION: WLI Laboratory: 1820 NE |44 Street, North Miami, FL

REPORTED TO: Artistic Paver Manufacturing Company

/o Essig Pools, Inc., Alin: Mr. Dan Essig
15366 West Dixie Highway, Morth Miami Bch, FL 33162

FLEXURAL STRENGTH TESTING

-24" x 24" inal
Sample No. Span Length Width Crack Distance from | Depth at Crack | Total Load Flexural
(Inches) (Inches) Center (Inches) (Inches) (Ibs.) Strength (PSI)
la 21.625 23.625 0.875 1.714 1,590 683
b 21,625 23.625 1.375 1.714 1,340 547
lc 21.625 23,625 0.375 1.714 1,810 817
1d 21.625 23.625 0.500 1.714 1,760 785
le 21.625 23.625 0.500 - 1.714 1,690 753
AVERAGE: 717 PSI
- 16" " (Nomi
Sample No. Span Length Width Crack Distance from | Depth at Crack{ Total Load Flexural
(Inches) (Inches) Center (Inches) (Inches) {lbs.) Strength (PSI)
2a 13,625 15.625 0.25 1.714 1,580 678
Zb 13,625 13.625 1.00 1.714 1,860 707
2c 13.625 15.625 1.00 1.714 1,750 663
2d 13.625 15.625 2.00 1.714 2,120 667
ie 13.625 15.625 0.25 1.714 1,840 789
AVERAGE: 701 PSI
- 12" x 12" inal
Sample No. Span Length Width Crack Distance from | Depth at Crack | Total Load Flexural
(Inches) {Inches) Center (Inches) (Inches) {1bs.) Strength (PSI)
3a 08735 11.875 0.00 1.714 1,550 G638
b 0.875 11.875 2.00 1.714 2,010 508
Je G873 11.873 (.25 [.714 1,900 766
id 0.875 1.873 0.75 1.714 2,270 998
e 9,875 11.875 |.625 1.714 2,600 741
AVERAGE: 734 PSI
REMARKS: Tested in accordance with ASTM C-67. " Respectfully Submitted,

WINGERTER LABORATORIES, lt:??

Tested By: N. Henderson / L. Rodriguez C-J'_ e Lot
galdj Flood, k PE I||

FL Registration No. 44847
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